

0 

(■ 

€ 


,• I , 1 1 • ; 

N76-19191 


19. LOADCELL SUPPORTS FOR A DYNAMIC FORCE PLATE 

By C. W. Keller and L. M. Musil 
Lockheed Missiles and Space Company, Inc. 
Siinnyvale, California 

and 

By John L. Hagy 

Shriners Hospital for Crippled Children 
San Francisco, California 


SUMMARY 


An aT>paratu8 was developed to accurately measure components of force 
along thiee mutually perpendicular axes, torque, and the center of pressure 
imposed by tue foot of a subject walking over its surface. The data obtained 
are used to supplement high-speed motion picture and electromyographic (EMG) 
data ior in-depth studies of normal or abnormal human gait. Significant fea- 
tures of the design- -in particular, the mechanisms used to support the load- 
cell transducers --are described. Results of the development program and 
typical data obtained with the device are presented and discussed. 


INTRODUC TION 


Since 1965, a group of orthopedic surgeons, medical researchers, 
and aerospace engineers have worked together* to develop and perfect the 
equipment and techniques needed to thoroughly characterize and quantitize 
human gait parameters. Early efforts by Sutherland and Hagy (Ref. 1) were 
focused on the use of high-speed motion picture cameras and a multi-chan- 
nel EMG system to acquire data on angular motions and neuro-muscular 

activities of the lower extremities during walking. As these efforts progressed, i 

the need for force, torque, and center of pressure measurements which were 
correlated in time with the motion picture and EMG data, became increasing- 
ly obvious. Consequently, in 1971, a device designated as the Dynamic Force 
Piatet was conceived and built. With this de ice, precise measurements of 


*The work described herein was sponsored by the Shriners Hospital for 
Crippled Children, San Francisco, California 


tu. S. Patent pending. Development models are currently in operation 
at Shriners Hospital, San Francisco, California; the Mayo Clinic, 
Rochester, Minnesoto; and Children's Health Center, San Diego, Cal- 
ifornia 
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vertical force, forward-aft shear force, medial-latercl shear force, torque, 
and center of pressure location are obtained as ftmctions of the percent of 
walk cycle (time) while the «v.oject‘s foot is in contact with the plate. 

During the design and development of the force plate system, the 
most critical problem encountered was that of devising loadcell support 
mechanisms which were suitably rigid, yet which permitted the six degrees 
of freedom needed to obtain the desired measurements. These supports 
were required to provide relatively high load capability, minimum misalign- 
ment, and negligible friction. Three different support mechanism concepts 
were developed and evaluated during the program. In the chronological 
order of their development, these were: (1) sliding friction supports* 

(2) ball-joint/ conical pivot supp^v^^s, and (3) spherical segment rocker sup- 
ports. The latter were found to be superior in terms of accuracy, repeat- 
ability, low-frictioii, low-noise, and high-load capabilities. Moreover, 
installation and calibration procedures were significantly simplified with 
this design. 


SYSTEM DESCRIPTION 


The Dynamic f'orce Plate is shown in the photograph and cut-away 
perspective drawing of Figs, 1 and 2, respectively. Application of current 
aerospace instrumentation technology to the design of the system resulted 
in selection of piezoelectric quartz crystal loadcell transducers to obtain 
the necessary measurements. Originally developed for the adverse environ- 
ments and dem,anding requirements of unique aerospace applications, these 
rugged loadcells extend heretofore unavailable measurement capabilities 
to the medical community. Compared to more conventional strain gage load- 
cells, rhe piezoelectric devices offer the following advantages: (1) passive 
operation (i. e, , no active excitation power supply is revquired), (2) a wider 
load range for a given load rating, (3) a higher sensitivity due to higher out- 
put voltage, (4) a higher frequency response. (5) a higher structural rigi- 
dity, (6) a wider operating temperature range, and (7) a smaller physical 
size envelope. 

The particular loadcell transducers selected provide up to ^ 10-volt 
output signals over a load range from approximately 0. 09N to 2. 2kN (0. 02 
to 500 Ibf) with a frequency response from near DC (static force) to approx- 
imately 200 hz'*'. Once installed, they require little or no main^cr.u.nce or 
recalibration. Output signals are generated only in response to changes in 
the applied load; consequently, they are summed electronically using a 
charge amplifier in order to determine the total net force applied at any 
particular instant in time. 


The valu^ gi^en i a r epr e sentati ve of the total and depends primarily 

upon the mass and rigidity of the plate; the upper limit of response for the 
transducer alone is 5000 hz. 
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_ Development models feature use of a transparent plexiglas plate in 

order to permit photographing of the footprint pressure patterns from be- 
neath the walk-way surface as shown in Fig. 3. However, high-load, Viigh- 
frequency-response models now being planned for use in large animal gait 
studies will require metal or composite plates in order to accommodate 
vertical forces of up to 17, 8 kN {4000 Ibf) and to provide 8y*item frequency 
responses of up to 1000 hz or higher. 

The Dynamic Force Plate system, as demonstrated by the existing 
developmental models, is eminently suited to automatic data acquisition 
and modern, high-speed computer reduction, emalysis, and display tech- 
niques. In the installation at Shriners Hospital, for example, force, torque, 
cknd center of pressure data are recorded, processed, and plotted in en- 
gineering units within approximately 7 minutes after any given walk cycle. 
This is accomplished using an Electronic Processors, Inc. general purpose 
EPI-118 minicomputer which is connected directly to the force plate system 
(Ref. 2). 



LOADCELL SUPPORTS 


Fig. 4 shows a closeup view of one corner of the force plate assembly. 
One of the two loadcells provided to measure forward-aft shear and torque, 
and the single loadcell used co determine medial-lateral shear, can be seen 
as installed within the lead frame. This photograph, taken looking down on 
the device with the cove^. plate removed, actua ly shows the load cells 
assembled with the original sliding friction supports. However, it is also 
representative of the installation for the ball -joint/ conical pivot supports 
and the spherical l egment rocker supports developed later. Details of each 
of these support mechanism concepts are presented and discussed in the 
following paragraphs. 


Sliding Friction Supports 

Exploded views of the shear/torque force link assembly (on the left) 
and the compression spring assembly (on the right) are shown in Fig. 5 for 
the sliding friction support concept. The force link assembly shov/n is 
typical for any one of the three shear/torque loadcells and for any one ox the 
four vertical loadcells, although detail dimensions do vary for the shear/ 
torque and the vertical force applications. Each of the three shear/ torque 
loadcell assemblies is pre-loaded in compression by one of the three spring 
assemblies provided. Th’S permits measurement of load in both directions 
using a single loadcell transducer at each location. The output is zeroed 
electronically after the preload is adjusted to the desired value. 

With this concep*-, all force link (loadceli) and compression spring 
assemblies are mounted rigidly to the load frame through the threaded 
mounting studs. In order to load any given transducer, the plate must be 
free to deflect in the direction of the applied load. This requires sliding of 
the micropeal bearing surfaces normal to the loadcell axis (see detail shown 
in Fig. 5) for all of the system transducers mounted perpendicular to the 
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applied load eocis. A potential error in measuring the applied load is thus 
introduced due to the frictional reactions imposed by the transverse-axis 
loadcells. A secondary source of error also results from the side load 
imposed on any given loadcell transducer due to the sliding friction. 

During the development program, an analysis was performed to pre- 
dict the magnitude of potential errors due to friction. A coefficient of static 
friction of 0. 02 was assumed in the analysis based on a data sheet supplied 
by the Microseal Corporation for the appropriate materials and surface 
finish. Results of the analysis indicated that ein error in a measured shear 
load of approximately 17. 8N (4.0 Ibf) could occur due to frictional resistance 
of the vertical force loadcells with a 90. 7-kg (200-lbm) subject on the plate. 
This magnitude of error was considered to be unacceptable, and the design 
of the loadcell supports was modified. Experimental results obtained with 
the sliding friction support concept showed that the errors in measured 
vertical force were not significant, but that those observed for shear loads 
were indeed high compared to the range of the expected loads. 


Ball- Joint/Conical Pivot Supports 

The loadcell support concept shown in Fig. 6 differs from the sliding 
friction support concept in that each loadcell assembly can rotate in order to 
achie/e transverse-axis deflections. An adapter with a conical pivot is used 
in conjunction with a ball-joint swivel to provide the necessary rotational 
freedom. 

Experimental results obtained with this system showed a marked 
improvoment in accuracy. Errors due to internal friction within the mech- 
anisms were reduced to negligible values. However, it was found that the 
initial calibration of the system was qn fe difficult due to a lack of axial 
rigidity wi*^hin the neoprene washers used to align and cushion the swivel 
ball joint. Moreover, the maximum load capability of the system was 
limited by yielding of the conical pivot due to its extremely small contact 
area. 


Spherical Segment Rocker Supports 

The final loadcell support system concept that was evaluated during 
the development program is shown in Fig. 7. Using this concept, rota- 
tional freedom is provided by spherical segment rockers without sacrific- 
ing zucial load capability. In addition, the difficulty encountered previously 
in calibrating the system due to the lack of axial rigidity was eliminated. 

In order to better provide the geometry envelope needed for the rocker 
segments, conical disc washer springs were used in lieu of the coiled com- 
pression springs. 
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TYPICAL, L'01P:L' fC.A : l -\ OKTTUrS 


The data shown in i ^ i". / « rc ubCiln.-d to illusC^ate the 

general capability of the P ' -m • . ’* T,\c v alks with the 

right foot of one normal s't{- iu <. r ', , o *iiC !i)rcc piatc system 

currently in operation at Sl;ri, c*rs ►:.) . Crippled C,ldldren> San 

Francisco* Since this i- N-i (jit etC^ f.n-hne to an EPI-118 

minicomputer, the data were »■( i >'t. ■ --'ed, a-d mai. him: - plotted 

automatically* 

In Figs. H throuui:i i >, Y* ■ ^ •: a-**' - d orjt,...ned at a nominal 

cadence of 50 walk t„yclcs pv*' \ o ^ f'lnc tion of per- 

cent of walk cycle (time). ' * ' i’ * oK o a d <.s t}i( otmiod of time 
which elapses betAveen ■;’! /o ;■: *'! of a oarCc aiar foc^t- (*n this 

case the right foot), and is, ’h' r .>r« , *C iprocai •>:' •. idem e. As 
shown in the figures, the I to : .rs ;C 'j porcen- of the walk 

cycle, toe off occurs (tyjn^^ ii^ ) * » ,,j,d final ^toel strike 

occurs at 100 percent. Vcm •. ; > ’ i . i shra.r iorct^, and med- 
ial-lateral shear force .i- ;. -..Sd :n Fpes, '•» FM-oach 10, 

respectively, in terms of Fuc ; <. . i ir a' ' j ••icrd. ^\ai lorce \alues 
can be deternrined simpU b> ' ■ ** ci'd of bodv w^dght values 

by the actual body weicld v. : - • . ' f ' b , * • > r t b . ^ t ,a**icalar 

subject. Torque values ar*.- - I s - u'l J'lc, 11. 

Inspect. on (T tiic d.t' : a*' , 'bjuj-.P.. 11 :< eais the 

remarkable repeatability F,** ' o . ..u ruu.t'-- l< icr.ded bv 

the foot of a normal subna ! ^ , • 'b.* • c. r-::*i s a i ess- 

ive walk cycles. .Studies . a . u . • ■ < -- pi-^p.ui! '' ad .\judysis 

Laboratory have shov.ji t a^ ' - * c U' U'.rbiy c.uite 

similar for differ«^nt ; -.1 , . ' . > . ■ ]•. u o* < :\..r u 'eristics 

can be distinguished by ’m u <. a • u . : (i. re- ' s> bitu ts, and 

even by comparino tiKjse oh*.r:!(‘ c l ^ and ;r^r *rr t'i{.ht foot of 

a given subject. \Ioreovr!*, * < ’n .ui-> bn'. 'a noHul between 

normal average plot s ( i . c. , * : ) . > . . n ■ w, u F i fo immn.prr sent alive 

number of norrial subjecF'^) .*i d i< »■ • •- ^ j)lum obFAiiv d for an 

abnormal subject. It is tins ..-i.i'c;''', f y n i and nujteT distinguish 
and compare specific detail‘d of ti .• ^ ^ i :rl abnormal Luni daFt, provided 

by the Dynamic Force Plan? ‘ysF no bice .F mw.s its creed value as a 
diagnostic and evaluative tool. 

Another characteristi c d ti i ou-p d of Mie Dynamic I'oiu e Plate system 
is the center of pressure (CP)-Fnu* ^imF>‘*y. L ig. 1^ .s)a.)ws CF^-Tirne his- 
tories for the 5 normal-subjcu 1 wall, c v< ics discussed above. In this graph, 
the X and Y coordinate values refer to jjohition of the CP on the surface 
of the force plate with respect to a fixed >n*ferencr point (X-0, Y O) at one 
corner of the plate. Percent »:)f walk c yc b* (tiau‘) values are shown in the 
circles for each walk :yde. Sii,^ r ll *' \ ,,ral V ct)ordinafes are computed 
from measured vertieal force* \alues, and suu^‘ (by definition) the vertical 
force values are zero at 0 and b?. pem^n*. of tbt walk t ytlc, tlie CP-Time 
histories shown range from approxiiiiati^dy t to approximately 59 percent of 
the v/alk cycle* 

OBIGTSAL PAGE IS 
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CONCLUDING REMARKS 


The application of aerospace instrvimentaHon teclinology to the meas- 
urement of body forces imposed on a walk-way during normal or abnormal 
gait has resulted in the development of a unique medical research apparatus. 
Using the spherical segment rocker suoport inerhanism concept developed 
during the program, the accuracy and repeatability o£ the data obtained are 
significantly enhanced. Similar force plate designs can be developed and 
used to obtain reliable gait data for other human or animal studies where 
force measurement capabilities cC up to 17. 8 kN (4000 Ibf) are required. 
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Figure 1. A Dynarrar Force Plate Assembly 
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Figure 2. Cut-Away Perspective Drawing of the Dynamic Force Plate 
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Figure 5. Details of the Sliding Friction Support Concept 
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Figure 3, VArration of Vertical Force Percent oi W.'vlk Cycle 
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Figure 9. Variation of Forward* Aft Shear With Percent of Walk Cycle 
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Figur* 10. Variation of Medial- Lateral Shear With Percent of Walk Cycl 





Figure 11* Variation of Torque With Percent of Walk Cycle 
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